A safe and simple method to maintain a clear field of vision during laparoscopic cholecystectomy.
A clear field of vision during laparoscopic cholecystectomy was attained by using a newly designed retractor which elevates the abdominal wall and does not require high-pressure CO2 infusion into the peritoneal cavity. As the abdominal cavity is continuously ventilated, smoke from the cauterization is suctioned off through openings in the middle part of the retractor. There is no interference with placement of ports.